Background
Introduction
In the past decade, the prescription of effective antimicrobial therapy has been challenged by the rising prevalence of extensively-drug resistant (XDR) and pan-drug resistant (PDR) Gram negative bacteria (GNB) [1] . In addition to drug-resistant non-fermenters such as Pseudomonas aeruginosa and Acinetobacter baumannii, the rapid emergence of carbapenem-resistant (CR) Enterobacteriaceae represents an added threat to the existing antibiotic armamentarium [1, 2] . As last-line broad-spectrum antibiotics such as carbapenems are rendered useless, combination antibiotic therapy has been increasingly accepted as common practice in the treatment of XDR-and PDR-GNB infections [3] .
Knowledge of the in vitro susceptibility of a pathogen has been the mainstay for guiding clinicians in the selection of antibiotics [4] . Unfortunately, traditional single-antibiotic susceptibility testing methods have limited utility when predicting the efficacy of antibiotic combinations against XDR-or PDR-GNB [4] . While other in vitro combination testing methods such as the time-kill studies have been employed to predict effective combinations, these methods require enumeration using viable plate count and are cumbersome, time-consuming and labor-intensive, and are unlikely to provide results in a timely manner for routine clinical use. Hence, a rapid susceptibility testing method that can identify effective antibiotic combinations with a sufficiently rapid turnaround time is urgently needed.
The use of bacterial adenosine triphosphate (ATP) as a surrogate measure for bacterial load has been previously suggested as an alternative to enumeration via viable plating [5] [6] [7] . ATP is the principal energy carrier of all living organisms. It is ubiquitously present in all living bacterial cells, and is rapidly lost from dead cells [8] . Measurement of ATP levels can be indirectly achieved using the luciferase-luciferin reaction. When the enzyme luciferase, extracted from fireflies of the genus Photinus, and its substrate luciferin is added to an ATP-containing sample, ATP is converted to adenosine monophosphate (AMP) with emission of bioluminescence in the wavelength range of 470-700nm (peak wavelength 562nm) [8] . The amount of bioluminescence emitted can be quantified using a luminometer, and the amount of light emitted during the reaction has been shown to be directly proportional to the amount of ATP present in the sample [6] . The reaction is described in the equation shown below:
To date, a small number of studies have employed the use of ATP bioluminescence in antimicrobial susceptibility testing against single antimicrobial agents [6, 7, 9, 10] . Hattori et al utilized ATP bioluminescence to determine the susceptibility of Gram negative and Gram positive bacteria against different antimicrobial agents [7, 10] . In another study by Kapoor et al, ATP bioluminescence was employed to test the susceptibility of rapidly growing mycobacteria against biocides [7] . Result from both studies demonstrated high overall accuracy compared to conventional susceptibility testing methods, suggesting that ATP bioluminescence-based methods could potentially be used in place of conventional susceptibility testing against single antibiotics or biocides [6, 7, 10] .
Based on findings from previous studies, we hypothesized that ATP bioluminescence may be useful in determining effective antibiotic combinations against CR-GNB in a rapid manner suitable for routine clinical use. Hence, the objective of our current study is to firstly, develop a multiple antibiotic combination testing assay using ATP bioluminescence to identify effective antibiotic combinations against CR-GNB with a rapid turn-around time of 24h, and secondly, prospectively validate the predictive accuracy of the assay compared to viable plating methods using additional CR-GNB strains.
Materials and Methods

Microorganisms and Susceptibility Testing
Clinical strains of carbapenem-resistant (CR) A. baumannii (n = 30), P. aeruginosa (n = 30) and K. pneumoniae (n = 40) were collected from Singapore hospitals from 2009-13 to develop the ATP bioluminescence assay. Genus identity was determined using Vitek 2 ID-GN cards (bioMerieux, Inc., Hazelwood, MO). Carbapenem susceptibility was determined using disk diffusion and interpreted in accordance to the Clinical and Laboratory Standards Institute (CLSI) guidelines [11] . MICs to multiple antibiotics were performed using custom-made microbroth dilution panels (Trek Diagnostics, East Grinstead, UK), and susceptibility defined based on CLSI breakpoints [11] . All isolates were stored at -80°C in CryoCare bacteria preservers (Key Scientific Products, Round Rock, TX), and fresh isolates were sub-cultured twice on 5% blood agar plates (Biomedia-Bloxwich, Malaysia) for 24 h at 35°C prior to each experiment.
Resistance Mechanisms
All A. baumannii isolates were screened for bla OXA-23 , bla OXA-24 , bla OXA-51 , and bla OXA-58 genes using a multiplex PCR assay [12] . For P. aeruginosa and K. pneumoniae isolates, a multiplex PCR assay with five different primer pairs was employed to detect genes encoding commonly acquired metallo-β-lactamases (MBLs) (bla VIM , bla IMP , bla SIM , bla GIM , bla SPM ) [13] . In addition, determination of genes encoding ESBLs, plasmid-mediated AmpCs, NDM and KPCs were performed using PCR for K. pneumoniae [13, 14] . Changes in porin gene expression (OmpK35 and OmpK36) were determined for K. pneumoniae using reverse transcriptase (RT) PCR, and presence of efflux pumps was determined using efflux pump inhibitor phenyl-arginine-β-naphthylamide (PAβN) (50μg/ml) [15, 16] .
Antimicrobial Agents
A total of six antibiotics were employed for antibiotic combination testing, at concentrations shown in Table 1 [17] [18] [19] [20] [21] [22] . Amikacin, polymyxin B and rifampicin were obtained from SigmaAldrich (St. Louis, MO). Meropenem was provided by Astra Zeneca Inc. Tigecycline was provided by Wyeth Pharmaceuticals. Levofloxacin was provided by Daiichi Sankyo Co. Stock solutions of all antimicrobial agents except rifampicin were prepared in sterile water. Rifampicin was dissolved in dimethyl sulfoxide (DMSO) and was then serially diluted in sterile water to the desired concentration. The final DMSO concentration (<1% v/v) had no effect on bacterial growth [11, 23] .
Against A. baumannii, polymyxin B, tigecycline and rifampicin alone and in two-drug combinations were tested. Against P. aeruginosa and K. pneumoniae, polymyxin B, amikacin, meropenem alone and in two-drug combinations; and polymyxin B, meropenem, tigecycline, rifampicin and levofloxacin alone and in two-drug combinations were respectively tested. These combinations were selected based on their promising activity against the respective organisms in previous studies [12, [24] [25] [26] .
Measurement of bacterial ATP
ATP was quantified using the BacTiter-Glo microbial viability assay (Promega, Madison, WI). To quantify bacterial ATP, the microbial viability assay reagent was first prepared according to the manufacturer's instructions. 100μl BacTiter-Glo assay reagent was added to 100μl of the test sample (of which ATP content is to be measured), and incubated for 15 min at room temperature, to release bacterial ATP and generate a bioluminescent signal. Bioluminescent light, measured as relative light units (RLU), was recorded by a GloMax Integrated Luminescence System (Promega, Madison, WI), with a 1-s integration time. Background RLU values, determined using sterile MHB, were then subtracted from the RLU values obtained at 0h and at 24h.
Relationship between Viable Counts and ATP Bioluminescence
To demonstrate the relationship between viable counts and ATP bioluminescence in each of the three Gram negative organisms, calibration curves (log 10 -corrected RLU/100μl against log 10 CFU/ml) were plotted. inoculum was further diluted serially 10-, 100-, 1,000-and 10,000-fold to achieve concentrations of approximately 10 3 to 10 7 CFU/ml. Total bacterial count was quantified by depositing serial ten-fold dilutions of the broth sample onto Mueller-Hinton Agar (MHA) plates, incubated at 35°C for 18 to 24h, and enumerated visually. In addition, the ATP content in each sample was determined using the bioluminescent assay as described above.
Bioluminescent Antibiotic Combination Testing
Bioluminescent combination antibiotic testing was performed in 96-well flat-bottom white microtiter plates (Greiner Bio-One, Frickenhausen, Germany) containing 50μl of test antibiotic(s) per well. Overnight bacterial cultures were diluted with pre-warmed Ca-MHB and incubated at 35°C until log-phase growth. The bacterial suspension was then diluted with Ca-MHB according to absorbance 630nm and 50μl added to each well, This gave a final bacterial concentration of approximately 10 5 CFU/ml (1 × 10 5 CFU/ml to 5 × 10 5 CFU/ml) in each well.
Growth and sterility wells were included. The wells were covered with a sealing film and incubated with agitation at 35°C for 24h. At 24h, the total ATP content in each well was determined using bioluminescent assay. The assay was repeated on the same and different days, to ensure intra-day and inter-day reproducibility of results.
Combination Testing via Enumeration of Viable Counts
Combination testing was carried out in 96-well round bottom clear microtiter plates (Greiner Bio-One, Frickenhausen, Germany) containing 100μl of test antibiotic(s) per well, modified from a method published by Aaron et al [27] . Overnight bacterial cultures were diluted with pre-warmed Ca-MHB and incubated at 35°C until log-phase growth. The bacterial suspension was prepared as stated above, and 100μl added to each well to achieve final bacterial concentration of approximately 10 5 CFU/ml (1 × 10 5 CFU/ml to 5 × 10 5 CFU/ml). Growth and sterility wells were included. The wells were covered and incubated with agitation at 35°C for 24h. At 24h, the contents of each well were sampled and measured to ensure <10% loss in volume. The measured contents were centrifuged at 10,000 × g for 15 minutes and the pellet reconstituted with sterile normal saline to original volume to minimize drug carry-over. Total bacterial count was quantified by depositing serial ten-fold dilutions of the sample onto MHA plates as described above. The lower limit of detection for the colony counts were 400 CFU/ml.
Establishing Thresholds to Discriminate Inhibitory/Non-inhibitory Combinations (Internal Validation)
All data was analyzed using the SPSS Version 17.0.1 software (SPSS Inc., Chicago IL, USA). Firstly, background RLU values were subtracted from the RLU values obtained at 0h and at 24h. The log 10 -corrected RLU at time zero was then subtracted from the log 10 -corrected RLU obtained at 24h, to estimate change in log 10 -corrected RLU values from initial inoculum (ΔRLU). A receiver operating characteristic (ROC) curve analysis was carried out for each species, using these log 10 -scale differences, to establish the most optimal thresholds (T RLU ) to discriminate between inhibitory and non-inhibitory combinations as determined by viable plating. This meant that samples with ΔRLU less than or equals to the corresponding T RLU value would be classified as "inhibitory, and samples with ΔRLU more than its corresponding T RLU value would be classified as "non-inhibitory". The T RLU values were chosen to maximize the unweighted classification accuracy-this was akin to finding the tangent point to a 45°line on ROC curve, hence assigning an equal importance to sensitivity and specificity. Separate analyses were carried out for each species (all antibiotics and individual antibiotic combinations), as the relationship may differ across species and antibiotics.
External Validation of ATP bioluminescence assay
To further validate the established T RLU thresholds for each organism and antibiotic combination, additional strains of CR A. baumannii (n = 15), strains of CR P. aeruginosa (n = 15) and strains of CR K. pneumoniae (n = 20) were prospectively collected from Singapore hospitals from 2013-2014. Combination testing via determination of viable counts and ATP bioluminescent assay method were carried out as described above. Using the ATP bioluminescent results and the previously established T RLU values, each sample was then classified as "inhibitory" or "non-inhibitory". These classification results were compared to results obtained from viable counts method for agreement, with viable counts method as the reference method. The sensitivity, specificity and the unweighted classification accuracy of the ATP bioluminescent assay method was determined for each species and antibiotic combination.
Definitions
Extensively-drug resistance was defined as non-susceptibility to at least one agent in all but two or fewer antimicrobial categories [28] . Pan-drug resistance was defined as non-susceptibility to all agents in all antimicrobial categories [28] . Evidence of an at least inhibitory activity was defined as any decrease in colony count on subculture of an organism in the presence of antibiotics compared to initial inoculum at 24h. Sensitivity was defined by the formulae TP / (TP + FN), where TP was the number of samples with inhibitory activity as determined by viable plating with ΔRLU T RLU , and FN was the number of samples with inhibitory activity as determined by viable plating and ΔRLU > T RLU . Specificity was defined by the formulae TN / (TN + FP), where TN was the number of samples with non-inhibitory activity as determined by viable plating with ΔRLU > T RLU , and FP was number of samples with non-inhibitory activity as determined by viable plating and ΔRLU T RLU. Unweighted accuracy was defined as (TP + TN) /N, where N is the total number of samples included into each analysis.
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Results
Susceptibility Testing and Resistance Mechanisms
Of the 100 CR-GNB isolates employed to develop the ATP bioluminescence assay, 82 were XDR and 18 were PDR (two A. baumannii, nine P. aeruginosa and seven K. pneumoniae). All isolates were not susceptible to meropenem, imipenem, ciprofloxacin, piperacillin/tazobactam, ceftazidime and cefepime (data not shown) [11] . MIC 50 and MIC 90 for polymyxin B for A. baumannii, P. aeruginosa and K. pneumoniae were 1mg/l and 2mg/l, 2mg/l and 4mg/l, and 2mg/l and 4mg/l respectively. There are no current CLSI susceptibility break points for tigecycline against A. baumannii or K. pneumoniae. [11] MIC 50 and MIC 90 of tigecycline for the A. baumannii and K. pneumoniae strains were 4mg/l and 8mg/l, and 2mg/l and 4mg/l respectively.
All A. baumannii isolates harbored bla OXA-23 and bla OXA-51 carbapenemase genes. For P. aeruginosa, the majority harbored either genes encoding VIM (10/30, 33.3%) or IMP (9/30, 30.0%) metallo-beta-lactamases; in addition, one P. aeruginosa strain (1/30, 3.3%) harbored bla VEB . A wide variety of mechanisms mediating carbapenem resistance was observed in K. pneumoniae. Carbapenemases were responsible for mediating resistance in 35 (87.5%) K. pneumoniae isolates-bla OXA-181 genes were most commonly detected (17/40, 42.5%), followed by bla KPC (16/40, 40.0%) bla NDM (12/40, 30.0%) and bla OXA-48 genes (7/40, 17.5%).
Approximately a quarter (11/40, 27.5%) of the K. pneumoniae isolates harbored more than one gene encoding carbapenemases; in 10 (25.0%) isolates, both bla NDM and bla XOA-181 resistance genes was detected, while one (2.5%) co-harbored bla NDM and bla OXA-48 . In five (12.5%) K. pneumoniae isolates, ESBLs with reduced expression of porin genes were detected. Addition of PAβN did not result in a decrease in carbapenem MICs in any K. pneumoniae isolates, suggesting absence of carbapenem efflux.
Relationship between Viable Counts and ATP Bioluminescence
For all three ATCC strains, the ATP bioluminescence assay displayed a linear relationship between log 10 -corrected RLU values and cell number (CFU/ml) in the operating range of approximately 10 3 to 10 7 CFU/ml (r 2 = 0.96 to 0.98) when the bacteria are suspended in Ca-MHB (Fig   1) . This linear relationship was also reproduced in the CR-GNB strains (r 2 = 0.97 to 0.99) within the same operating range. The lower limit of detection was approximately between 10 3 RLU/ 100μl, which corresponded to approximately 10 3 to 10 4 CFU/ml for all strains; below this, bacterial RLU readings were confounded by the background RLU readings in sterile MHB. The maximum limit of detection was approximately 10 7 CFU/ml; above 10 7 CFU/ml, increase in cell number on viable plating did not result in a further increase in RLU values (data not shown).
Thresholds (T RLU ) to Discriminate Inhibitory/Non-inhibitory Combinations
The ROC curves for single and 2-drug combinations against all Gram negative organisms, as well as for each organism are shown in Fig 2. To generate the ROC curves to establish the most optimal thresholds to discriminate between inhibitory and non-inhibitory combinations, a total of 960 antibiotic-bacteria observations (180 observations for A. baumannii, 180 observations for P. aeruginosa and 600 observations for K. pneumoniae) were included into the analysis (Fig 2) . Table 2 summarized the results of combination antibiotic testing based on enumeration by viable counting, and accuracy of the ROC curve analysis results by organism and by individual antibiotic combinations. When all GNB organisms and antibiotic combinations were pooled and collectively analyzed, the bioluminescent ATP assay demonstrated high sensitivity, specificity and unweighted classification accuracy for all three species when compared to the conventional plate count method. The overall T RLU value that provided maximum unweighted accuracy was 0.81, which had a sensitivity of 91.1%, specificity of 86.9% and unweighted accuracy of 89.0%. When individualized T RLU values were determined for each species (pooled for all antibiotic combinations), the unweighted accuracy of the established thresholds remained high for all three species (Table 2) . Interestingly, the threshold established for A. baumannii (T RLU = 0.83) and K. pneumoniae (T RLU = 0.81) were similar to the overall T RLU value, but not for P. aeruginosa (T RLU = 0.22).
When separate thresholds were established for each antibiotic combination within each organism, individual T RLU values differed from the overall threshold for each organism, and each antibiotic combination. For instance, the T RLU that discriminated between inhibitory and noninhibitory combinations for polymyxin B plus rifampicin in A. baumannii was 0.49; this is in contrast with the T RLU for polymyxin B plus tigecycline (T RLU = 1.03). The accuracy of the bioluminescent ATP assay was also highly dependent on the bacterial species as well as the antibiotic combinations (unweighted accuracy range: 70.8%-100%). Of note, most tigecycline-containing combinations had lower unweighted accuracy than the other combinations-tigecycline plus rifampicin against A. baumannii, in particular, has the lowest unweighted accuracy (70.8%).
Prospective Validation of ATP bioluminescence assay
A total of 50 CR-GNB isolates, constituting 480 different antibiotic-bacteria observations (90 observations for A. baumannii, 90 observations for P. aeruginosa and 300 observations for K. pneumoniae) were employed to prospectively validate the bioluminescent assay. Of these, 10 were PDR (2 A. baumannii, 3 P. aeruginosa and 5 K. pneumoniae). MIC 50 and MIC 90 of polymyxin B were 2mg/l and !16mg/l; MIC 50 and MIC 90 of tigecycline for the A baumannii and K. pneumoniae collectively were 4mg/l and 16mg/l respectively. All A. baumannii strains harbored bla OXA-23 and bla OXA-51 genes, while 8 (53.3%) P. aeruginosa strains harbored genes encoding VIM and IMP metallo-beta-lactamases. bla KPC genes were most commonly detected (7/20, 35.0%) in K. pneumoniae, followed by bla OXA-181 (4/20, 20.0%) and bla OXA-48 (4/20, 20.0%).
A high degree of predictive accuracy was observed upon external validation of the previously established thresholds (Table 3) . Overall, the ATP bioluminescence assay predicted inhibitory and non-inhibitory combinations with an unweighted accuracy of 91.2% (sensitivity = 90.8%, specificity = 92.9%). Likewise, when individualized T RLU values for each species were validated, the unweighted accuracy of the established thresholds remained high for all three species (unweighted accuracy range: 80.2%-92.6%). Similar to results observed in ROC generation, the accuracy of the assay was also highly dependent on the bacterial species; similarly, tigecycline plus rifampicin yielded the lowest accuracy (unweighted accuracy = 72.7%) upon external validation.
Discussion
We developed an ATP bioluminescent combination testing assay to determine effective antibiotic combinations within 24h. We found that our assay is reproducible, robust and can identify the response of CR-GNB to multiple different antibiotic combinations with a high degree of sensitivity and specificity. Potentially, this method may allow us to replace the lengthy and often laborious plating processes of viable count determination, reducing turn-around time from 3-5 days to 24h. The use of bioluminescence-based ATP testing to detect and quantify bacteria has been described since the 1960s [29] . First described by Chappelle et al in 1968, bioluminescencebased ATP testing has since been well-established in the food processing industry, as well as in infection control in healthcare settings [8, 29, 30] . A relatively smaller number of studies have applied ATP bioluminescence in antimicrobial susceptibility testing [6, 7, 9] . In a study by Lafond et al, ATP bioluminescence was compared to standard antimicrobial susceptibility testing methods in the determination of antimicrobial susceptibilities in Escherichia coli and Staphylococcus aureus [9] . The study found that the 6h ATP bioluminescence measurements showed good concordance to conventional susceptibility testing, and was sensitive, rapid and reproducible. Similarly promising results were mirrored in other studies, which reinforced the potential for the ATP bioluminescence as a rapid method for determining the efficacy of antimicrobial agents against different bacteria [6, 7] .
Our study builds on prior research done to apply ATP bioluminescence to bacterial susceptibility testing. To develop the assay, we first determined the operating range of the bioluminescence assay, and demonstrated a linear relationship between the log count of viable bacteria and the log of the light output, even in CR-GNB. We observed that the lower limit of the operating range was approximately 10 3 -10 4 CFU/ml, which precluded the correlation of ATP bioluminescence measurement to bactericidal activity of the antibiotic combinations (defined as !3 log 10 CFU/ml reduction from baseline inoculum). To detect regrowth due to heteroresistance, a phenomenon previously described in XDR-GNB and has been implicated in lack of bactericidal activity at 24 h despite initial drop in bacterial inoculum, we opted to perform bioluminescence measurements after an incubation time of 24 h, which is in contrast to the incubation times of 2 to 6 h as published in previous studies [31] . We found that our ATP-bioluminescence assay distinguished between inhibitory and noninhibitory antibiotic combinations with high accuracy compared to the conventional viable plating method. Interestingly, when individualized thresholds were determined for each species and for each antibiotic combination, differences in T RLU , with variations in accuracy, were observed. Most notably, the T RLU of P. aeruginosa was evidently different from that of K. pneumoniae and A. baumannii, suggesting variability in ATP content among different bacterial species. As ATP is the energy currency required for bacterial growth and division, we postulate the low ATP content in P. aeruginosa to may be related to its slower growth dynamics as compared to other bacteria, which has been demonstrated in previously published studies [32] . Differences in enzymatic activity between each species may also have contributed to variability in cellular ATP content among GNB [33] . Secondly, we noted that tigecycline-containing combinations had lower unweighted accuracy compared to other combinations; of note, low accuracy (~70%) was observed for tigecycline in combination with rifampicin for A. baumannii upon internal and external validation. This may be attributable to the fact that tigecycline is intrinsically bacteriostatic against GNB; consequently, the bacterial load determined by viable plating may be an underestimation of actual bacterial cell counts in the sample [34] . This suggested that while the ATP bioluminescence method is promising, it may be less useful in determining effective combinations involving bacteriostatic agents. Variations in accuracy of the ATPbased bioluminescence assay may also be accounted by the formation of spheroplasts or filaments, which are osmotically fragile bacterial cell with high ATP content, typically induced by exposure to beta-lactam antibiotics [5, 10] .
To the best of our knowledge, this is the first study describing the use of ATP bioluminescence in determination of effective antibiotic combinations against CR-GNB. In a similarly designed study by Ivancic et al, an ATP bioluminescence assay was developed to rapidly determine antimicrobial susceptibility of uropathogens in clinical urine samples [6] . In their study, the ATP bioluminescent method demonstrated poor overall unweighted accuracy (58%) compared to conventional susceptibility testing when thresholds were not individualized for each antibiotic; when separate thresholds for each antibiotic were used, however, accuracy improved to 91% [6] . This is in contrast to the findings of our study, which demonstrated high overall unweighted accuracy even when thresholds were not individualized for each antibiotic combination or CR-GNB species. Furthermore, their study only determined optimal threshold values (internal validation); in comparison, we validated our assay through internal and external validation, further demonstrating the robustness and generalizability of our assay.
Despite our promising findings, this study has a few limitations. Firstly as mentioned earlier, our assay measured total bacterial ATP, which may have included ATP from spheroplasts or protoplasts induced by exposure to beta-lactam antibiotics. Approaches to release intracellular ATP from these filamentous cells, such as methods previously described by Hattori et al, may be explored in our future studies to further improve the predictive accuracy of our assay [10] . Secondly, while an incubation time of 24h was intentionally chosen to facilitate detection of any possible bacterial regrowth, we acknowledge that ATP measurement at 24h may not be optimal as the bacteria may be in stationary phase, with a resultant reduction in ATP concentrations in each bacterial cell. Furthermore, different incubation time may be required for different specimens, due to variations in doubling time. To address this shortcoming, we plan to measure bioluminescence over time in future studies, to determine the incubation time which provides the best accuracy in distinguishing inhibitor and non-inhibitory antibiotic combinations when compared to viable count.
Conclusion
The lack of new antibiotics in the developmental pipeline has compelled physicians to adopt antibiotic combinations for the treatment of XDR-GNB. Unfortunately to date, a laboratory method that can determine combination antimicrobial susceptibility profiles in a timely manner is yet to be available routinely. We developed a rapid combination antimicrobial susceptibility testing assay using adenosine triphosphate bioluminescence, in hope of providing guidance in combination selection in a timely manner. Future studies will be carried out to refine the method, as well as to expand its utility in additional combinations against XDR-GNB.
